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TRF No. IECEN62471A 

Summary of testing: 

The tests were conducted under 60 mA which powered by DC power supply. 

The submitted samples were found to be in compliance with IEC 62471: 2006. 

 

 

Tests performed (name of test and test clause): 

4.3.1 Actinic UV hazard exposure limit for the skin and 
eye  

4.3.2 Near-UV hazard exposure limit for eye 

4.3.4 Retinal blue light hazard exposure limit - small 
source 

4.3.5 Retinal thermal hazard exposure limit 

4.3.7 Infrared radiation hazard exposure limits for the 
eye 

4.3.8 Thermal hazard exposure limit for the skin 

 

 

Testing location: 

Refer to page 1. 

Summary of compliance with National Differences: 

N/A 

 

 

Copy of marking plate: 

N/A 
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Test item particulars .................................................. :  

Tested lamp ............................................................... :  continuous wave lamps  pulsed lamps 

Tested lamp system ..................................................... :  

Lamp classification group ............................................. :  exempt  risk 1  risk 2  risk 3 

Lamp cap ................................................................... :  

Bulb ............................................................................ :  

Rated of the lamp ......................................................... :  

Furthermore marking on the lamp ................................ :  

Seasoning of lamps according IEC standard .............. :  

Used measurement instrument .................................... : Ref. to List of test equipment used 

Temperature by measurement ..................................... : 25 ± 5 oC 

Information for safety use ............................................. :  

Possible test case verdicts:  

– test case does not apply to the test object ............ : N/A 

– test object does meet the requirement .................. : P (Pass) 

– test object does not meet the requirement ............ : F (Fail) 

Testing:  

Date of receipt of test item ........................................... : 2015-04-02 

Date (s) of performance of tests ................................... : 2015-04-02 to 2015-04-09 

General remarks: 

The test results presented in this report relate only to the object tested. 
This report shall not be reproduced, except in full, without the written approval of the Issuing testing labo-
ratory. 
"(See Enclosure #)" refers to additional information appended to the report. 
"(See appended table)" refers to a table appended to the report. 
Throughout this report a comma is used as the decimal separator. 
List of test equipment must be kept on file and available for review. 

When determining for test conclusion, measurement uncertainty of tests has been considered. 

 

This document is issued by the Company subject to its General Conditions of Service, available on request 
or accessible at http://www.sgs.com/en/Terms-and-Conditions.aspx and, for electronic format documents, 
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TRF No. IECEN62471A 

IEC 62471 

Clause Requirement + Test Result – Remark Verdict

    

4 EXPOSURE LIMITS   

4.1 General  P 

 The exposure limits in this standard is not less than 
0,01 ms and not more than any 8-hour period and 
should be used as guides in the control of exposure

 P 

 Detailed spectral data of a light source are generally 
required only if the luminance of the source exceeds 
104 cd.m-2 

See clause 4.3 
P 

4.3 Hazard exposure limits  P 

4.3.1 Actinic UV hazard exposure limit for the skin and eye  P 
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IEC 62471 

Clause Requirement + Test Result – Remark Verdict

    

 
 

 N/A 

 
 

N/A 

4.3.4 Retinal blue light hazard exposure limit - small source P 

 Thus the spectral irradiance at the eye Eλ, weighted 
against the blue-light hazard function B(λ) shall not 
exceed the levels defined by: 

 
P 

 
for t ≤ 100 s 

P 

 
 

N/A 

4.3.5 Retinal thermal hazard exposure limit  P 

 To protect against retinal thermal injury, the inte-
grated spectral radiance of the light source, Lλ, 
weighted by the burn hazard weighting function R(λ) 
(from Figure 4.2 and Table 4.2), i.e., the burn hazard 
weighted radiance, shall not exceed the levels de-
fined by: 

 P 

 
(10 μs ≤ t ≤ 10 s) 

P 

4.3.6 Retinal thermal hazard exposure limit – weak visual stimulus N/A 

 For an infrared heat lamp or any near-infrared source 
where a weak visual stimulus is inadequate to acti-
vate the aversion response, the near infrared (780 
nm to 1400 nm) radiance, LIR, as viewed by the eye 
for exposure times greater than 10 s shall be limited 
to: 

 N/A 

 
 

N/A 

4.3.7 Infrared radiation hazard exposure limits for the eye  P 

 The avoid thermal injury of the cornea and possible 
delayed effects upon the lens of the eye (catarac-
togenesis), ocular exposure to infrared radiation, EIR, 
over the wavelength range 780 nm to 3000 nm, for 
times less than 1000 s, shall not exceed: 

 P 

 
t ≤ 1000 s 

P 

 For times greater than 1000 s the limit becomes:  N/A 
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IEC 62471 

Clause Requirement + Test Result – Remark Verdict

    

 

 
 

N/A 

4.3.8 Thermal hazard exposure limit for the skin  P 

 Visible and infrared radiant exposure (380 nm to 
3000 nm) of the skin shall be limited to: 

 P 

  P 

 

5 MEASUREMENT OF LAMPS AND LAMP SYSTEMS  

5.1 Measurement conditions  P 

 Measurement conditions shall be reported as part of 
the evaluation against the exposure limits and the 
assignment of risk classification. 

 P 

5.1.1 Lamp ageing (seasoning)  N/A 

 Seasoning of lamps shall be done as stated in the 
appropriate IEC lamp standard. 

 N/A 

5.1.2 Test environment  P 

 For specific test conditions, see the appropriate IEC 
lamp standard or in absence of such standards, the 
appropriate national standards or manufacturer’s 
recommendations. 

 P 

5.1.3 Extraneous radiation  P 

 Careful checks should be made to ensure that ex-
traneous sources of radiation and reflections do not 
add significantly to the measurement results. 

 P 

5.1.4 Lamp operation  P 

 Operation of the test lamp shall be provided in ac-
cordance with: 

 P 

 – the appropriate IEC lamp standard, or  N/A 

 – the manufacturer’ s recommendation  P 

5.1.5 Lamp system operation  P 

 The power source for operation of the test lamp shall 
be provided in accordance with: 

 P 

 – the appropriate IEC standard, or  N/A 

 – the manufacturer’ s recommendation  P 

5.2 Measurement procedure  P 

5.2.1 Irradiance measurements  P 

 Minimum aperture diameter 7mm.  P 
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IEC 62471 

Clause Requirement + Test Result – Remark Verdict

    

 – for lamps intended for general lighting service, 
the hazard values shall be reported as either ir-
radiance or radiance values at a distance which 
produces an illuminance of 500 lux, but not at a 
distance less than 200 mm 

 N/A 

 – for all other light sources, including pulsed lamp 
sources, the hazard values shall be reported at a 
distance of 200 mm 

r = 200 mm P 

6.1 Continuous wave lamps  P 

6.1.1 Exempt Group  P 

 In the exempt group are lamps, which do not pose 
any photobiological hazard. The requirement is met 
by any lamp that does not pose: 

 P 

 – an actinic ultraviolet hazard (ES) within 8-hours 
exposure (30000 s), nor 

 P 

 – a near-UV hazard (EUVA) within 1000 s, (about 16 
min), nor 

 P 

 – a retinal blue-light hazard (LB) within 10000 s 
(about 2,8 h), nor 

 P 

 – a retinal thermal hazard (LR) within 10 s, nor  P 

 – an infrared radiation hazard for the eye (EIR) 
within 1000 s 

 P 

6.1.2 Risk Group 1 (Low-Risk)  N/A 

 In this group are lamps, which exceeds the limits for 
the exempt group but that does not pose: 

 N/A 

 – an actinic ultraviolet hazard (ES) within 10000 s, 
nor 

 N/A 

 – a near ultraviolet hazard (EUVA) within 300 s, nor  N/A 

 – a retinal blue-light hazard (LB) within 100 s, nor  N/A 

 – a retinal thermal hazard (LR) within 10 s, nor  N/A 

 – an infrared radiation hazard for the eye (EIR) 
within 100 s 

 N/A 

 Lamps that emit infrared radiation without a strong 
visual stimulus and do not pose a near-infrared 
retinal hazard (LIR), within 100 s are in Risk Group 1.

 N/A 

6.1.3 Risk Group 2 (Moderate-Risk)  N/A 

 This requirement is met by any lamp that exceeds 
the limits for Risk Group 1, but that does not pose: 

 N/A 

 – an actinic ultraviolet hazard (ES) within 1000 s 
exposure, nor 

 N/A 

 – a near ultraviolet hazard (EUVA) within 100 s, nor  N/A 
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IEC 62471 

Clause Requirement + Test Result – Remark Verdict

    

 – a retinal blue-light hazard (LB) within 0,25 s 
(aversion response), nor 

 N/A 

 – a retinal thermal hazard (LR) within 0,25 s (aver-
sion response), nor 

 N/A 

 – an infrared radiation hazard for the eye (EIR) 
within 10 s 

 N/A 
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EN 62471 

Clause Requirement + Test Result - Remark Verdict

 CENELEC COMMON MODIFICATIONS (EN)  

4 EXPOSURE LIMITS  

 Contents of the whole Clause 4 of IEC 62471:2006 
moved into a new informative Annex ZB 

  

 Clause 4 replaced by the following: N/A 

 Limits of the Artificial Optical Radiation Directive 
(2006/25/EC) have been applied instead of those 
fixed in IEC 62471:2006 

 N/A 

4.1 General N/A 

 First paragraph deleted   
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IEC 62471 

Clause Requirement + Test Result – Remark Verdict

    

Table 6.1 Emission limits for risk groups of continuous wave lamps P 

Risk 
Action 

spectrum 
Symbol Units 

Emission Measurement 

Exempt Low risk Mod risk 

Limit Result Limit Result Limit Result 

Actinic UV  SUV(λ)  Es  W•m-2  0,001  0 0,003   0,03   

Near UV   EUVA  W•m-2  10  0 33   100   

Blue light  B(λ)  LB  W•m-2•sr-1 100   10000   4000000  

Blue light, 
small source  

B(λ)  EB  W•m-2  1,0*  0,18 1,0   400   

Retinal 
thermal  

R(λ)  LR  W•m-2•sr-1 28000/α 19668 28000/α  71000/α  

Retinal 
thermal, 
weak visual 
stimulus**  

R(λ)  LIR  W•m-2•sr-1 6000/α   6000/α    6000/α  

IR radiation, 
eye   EIR  W•m-2  100  0 570   3200   

* Small source defined as one with α < 0,011 radian. Averaging field of view at 10000 s is 0,1 radian. 
** Involves evaluation of non-GLS source  
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Photo documentation 
 
 
Details of: View for the product 
  

 
View: 
 
[ x ] general 
 
[    ] front 
 
[    ] rear 
 
[    ] right 
 
[    ] left 
 
[    ] top 
 
[    ] bottom 
 
[    ] Internal 
 

 
 

— End of report — 

 


